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Abstract
The calibration procedure employed by researchers at the University of Arkansas (UA) to
calibrate two Stokoe-type resonant column torsional shear (RCTS) devices is presented herein.
Specifically, the development of a device-specific calibration process to determine the mass
polar moment of inertia of the RCTS drive plate assemblies (J0), as a function of frequency, is
described. Three aluminum calibration specimens and three stainless steel masses with known
geometric and material properties were utilized to experimentally determine the J0 values.
Experimental data collected by researchers at the University of Arkansas and obtained from
other sources (Utah State University, the University of Texas at Austin, the University of
Colorado at Boulder, the University of Southampton, Rensselaer Polytechnic Institute, and
Kleinfelder) were analyzed utilizing two different data reduction methods.
Key findings include the J0 values for two UA drive plates (2.743·10-3 kg·m2 and
2.750·10-3 kg·m2 for Devices 1 and 2, respectively) and fitted calibration functions for J0, as a
function of frequency, for multiple RCTS devices. For samples with low natural frequencies
(less than 100 Hz), the frequency dependence of the mass polar moment of inertia was
determined to have negligible effects (less than 1.1 percent) on the calculated shear wave
velocity for dry Ottawa sand.
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Introduction
During fixed-free resonant column torsional shear (RCTS) testing, a soil sample is fixed
on one end of the sample and the free end of the sample is excited by applying a force to the
sample through the RCTS drive plate assembly, resulting in deformation in first-mode torsion.
The shear wave velocity (Vs), the shear modulus (G), and damping (D) of the sample may be
determined, utilizing RCTS testing, after accounting for the mass polar moment of inertia of the
drive plate assembly (J0). The calibration procedure and the J0 results, as obtained by others and
as obtained using the procedures employed at the University of Arkansas (UA), are presented.
Specifically, knowledge of J0 must be developed a priori to determine the Vs and G values for a
soil sample. The dynamic properties for a soil sample cannot be experimentally determined,
using an RCTS device, without an accurate calculation of J0. The frequency dependence of the
experimentally derived J0 and the effects of the frequency dependence on the obtained value of
shear wave velocity for dry Ottawa sand were evaluated and are discussed.
Background of RCTS Calibration Procedures and Results
Calibration procedures have been proposed by Sasanakul (2005), Choi (2008), Clayton et
al. (2009), Sasanakul and Bay (2010), and Khosravi (2011). The aforementioned researchers
utilized an experimental technique to determine the system response by coupling the drive plate
to metallic calibration specimens with known values of J0. Specifically, Sasanakul (2005), Choi
(2008), Kasantikul (2009), Sasanakul and Bay (2010), Khosravi (2011), and Laird (2013) used
aluminum, brass, or steel specimens with different resonant frequencies coupled with additional
stainless steel weights. Whereas, Clayton et al. (2009) utilized four aluminum calibration
specimens without any additional weights.

Materials and Calibration Procedures
In 2010, the University of Arkansas (UA) acquired two Stokoe type (fixed-free) RCTS
testing cells and associated instrumentation. The two devices, the data acquisition system, the
operating software, and the calibration specimens were fabricated and/or assembled by
Trautwein Soil Testing Equipment. Three aluminum (6061-T6) metallic calibration specimens
were utilized for the calibration procedure developed at the UA. Additionally, three separate
stainless steel masses (M1, M2, and M3) were utilized. The physical dimensions and properties
of the calibration specimens and masses, used during the UA calibration process, are presented in
Table 1.
Table 1. Physical dimensions and material properties of calibration specimens at the
University of Arkansas.
Diameter

Density
Specimen

Material

ρ
-3

a

Polar Mass Moment of Inertia

Rod, dr

Top Plate, dt

Rod, Jr

mm

mm

kg·m²

Top Plate, Jt
kg·m²

S1

6061-T6 Al

g·cm
2.700

S2

6061-T6 Al

2.700

15.88

34.93

3.009 x 10

S3

6061-T6 Al

2.700

19.05

34.93

6.240 x 10

1.846 x 10

M1

Stainless Steel 303

7.806

-

71.12

a

-

1.853 x 10

M2

Stainless Steel 303

7.806

-

71.12

a

-

1.853 x 10

-

1.853 x 10

-7

5.036 x 10

-6

2.253 x 10

-6

9.53

34.93

3.900 x 10

a
Stainless Steel 303
M3
7.806
71.12
Height of Mass (hm = 9.525 mm), Masses Applied Sequentially/Simultaneously

-6
-6
-6
-4
-4
-4

Upon configuration of the RCTS and data collection system, test parameters were input
into the National Instruments LabView (National Instruments 2013) program entitled RCSweep
(Trautwein 2008). The time domain to frequency domain transformation was performed using a
Fast Fourier Transform (FFT) in the RCSweep program and the approximate measured resonant
frequency (fm) was initially obtained for each specimen utilizing a large frequency span (180
Hz). Each specimen was then excited utilizing the same set of testing parameters (drive voltage
of 1V, sampling rate of 1000 points, and frequency span of 10 Hz). Eight tests were performed

for each configuration. Each calibration specimen was tested sequentially, utilizing the same
procedure, with zero, one, two, and three additional masses added (32 total tests per calibration
specimen).
Data analyses were performed utilizing MATLAB (Mathworks 2011) on a Microsoft
Windows (Microsoft 2012) platform. The respective fm values were identified by selecting the
frequency step that contained the maximum value of the transfer (amplitude) function for the
corresponding specimens. Similarly, damping was determined utilizing the half power bandwidth
method as described in Sasanakul (2005). Averaged resonant frequency (f̅ m) and averaged
damping ratio (D̅ ) values, for a specific test configuration, were developed by determining the
mean value of the calculated values of fm and D (as calculated for each of eight redundant tests).
J0 was then calculated using Equation 1 (neglecting damping) or Equations 2 and 3 (accounting
for damping). Furthermore, the value of J0 and the value of the average resonant frequency (e.g.
the average of f̅ m for test i and test j in each specific comparison) were calculated for each of the
18 possible cases presented in Table 2. For each metallic calibration sample, the three values
with the highest correlation were selected as valid test results (as proposed by Sasanakul 2005).
Empirical calibration functions that describe the frequency dependence of J0, with a
mathematical form similar to the function proposed by Sasanakul (2005), were also calculated
for the selected calibration results.

Table 2. Experimentally determined mass polar moment of inertia values for the UA RCTS
Device 1 (UA1) and Device 2 (UA2) drive plate assembly as obtained using the Choi (2008)
and Sasanakul (2005) equations.
Average Resonant
Frequency
Specimen
fm
Hz
Series 1
Series 2
UA1
UA2
S1NMc,d
S1M1
32.39
32.26
S1NM
S1M1&2
32.91
31.77
S1NM
S1M1,2,3
31.46
31.33
1
S1M1
S1M1&2
31.39 *
31.25 *
S1M1
S1M1,2,3
30.94 *
30.82 *
*
S1M1&2 S1M1,2,3
30.46
30.33 *
S1NM
S1M1
88.60
88.03
S1NM
S1M1&2
87.29
86.74
S1NM
S1M1,2,3
86.08
85.53
2
S1M1
S1M1&2
86.05 *
85.48 *
S1M1
S1M1,2,3
84.84 *
84.28 *
*
S1M1&2 S1M1,2,3
83.53
82.98 *
S1NM
S1M1
124.97
125.08
S1NM
S1M1&2
123.16
123.25
S1NM
S1M1,2,3
121.47
123.25
3
S1M1
S1M1&2
121.86 *
121.73 *
S1M1
S1M1,2,3
120.17 *
120.11 *
*
S1M1&2 S1M1,2,3
118.35
118.28 *
a
As Obtained Using Choi (2008) Equation.
b
As Obtained Using Sasanakul (2005) Equation.
*
Indicates Test Values Utilized In Calibration Function.
Compared Masses

Moment of Inertia a

Moment of Inertia b

Jo
kg-m²

Jo
kg-m²

UA1
UA2
UA1
UA2
2.837 x 10-3
2.871 x 10 -3
2.818 x 10-3
2.933 x 10 -3
2.794 x 10-3
2.812 x 10 -3
2.794 x 10-3
2.781 x 10 -3
-3
2.771 x 10-3
2.790 x 10
2.771 x 10-3
2.787 x 10 -3
-3
2.767 x 10-3
2.767 x 10
2.767 x 10-3
2.723 x 10 -3
-3
2.744 x 10-3
2.753 x 10
2.744 x 10-3
2.760 x 10 -3
-3
2.718 x 10-3
2.738 x 10
2.718 x 10-3
2.802 x 10 -3
-3
3.249 x 10-3
3.188 x 10
3.249 x 10-3
3.185 x 10 -3
-3
3.021 x 10-3
2.999 x 10
3.021 x 10-3
3.001 x 10 -3
-3
2.946 x 10-3
2.934 x 10
1.962 x 10-3
1.951 x 10 -3
2.797 x 10-3
2.810 x 10 -3
2.797 x 10-3
2.817 x 10 -3
-3
2.789 x 10-3
2.800 x 10
2.789 x 10-3
2.793 x 10 -3
-3
2.780 x 10-3
2.789 x 10
2.780 x 10-3
2.767 x 10 -3
-3
4.428 x 10-3
3.819 x 10
4.428 x 10-3
3.780 x 10 -3
-3
3.524 x 10-3
3.287 x 10
3.524 x 10-3
3.273 x 10 -3
-3
3.280 x 10-3
3.175 x 10
3.524 x 10-3
3.273 x 10 -3
-3
2.862 x 10-3
2.839 x 10
2.862 x 10-3
2.842 x 10 -3
-3
2.839 x 10-3
2.884 x 10
2.839 x 10-3
2.885 x 10 -3
-3
2.813 x 10-3
2.936 x 10
2.813 x 10-3
2.935 x 10 -3
c
S Represents Sample Number, M Represents Mass Number.
d
NM Represents Specimen with No Additional Mass Added.
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Within Equations 1 through 3, J0 is the mass polar moment of inertia of the drive plate assembly;
Jt is the calculated mass polar moment of inertia for a calibration specimen; f̅ mi,j is the average
measured resonant frequency of Tests i or j; ΔJi,j is the added mass for Test i or j (ΔJi is null if
Test i is specimen only); D̅ i,j is the averaged damping of Test i or j; and A is an assigned quantity
as defined in Equation 3.

Results

The experimentally determined f̅ m for each of the 12 calibration tests performed on the
UA RCTS devices (Devices UA1 and UA2) are presented in Table 2. Measured resonant
frequency values of 32.9, 89.8, and 126.3 Hz were obtained for Specimens 1, 2, and 3,
respectively, during the calibration of UA RCTS Device 1. During the calibration of UA RCTS
Device 2, measured resonant frequencies values of 32.8, 89.3, and 126.6 Hz were obtained for
calibration Specimens 1, 2, and 3, respectively. The maximum material damping coefficient for
each test was less than 1.12 percent and ranged from 0.37 to 0.81 percent for UA RCTS Device 1
and 0.28 to 1.12 percent for UA RCTS Device 2.
The calculated values of J0 for each of the 18 cases that were compared for each UA
RCTS Device are also presented in Table 2 (UA RCTS Devices 1 and 2), and graphically
presented in Figure 1. The maximum percent deviation between the Sasanakul (2005) and Choi
(2008) methods was for UA Specimen 2 (when comparing the specimen with no mass added to
the specimen with masses M1, M2, and M3 added), with a deviation value of 50.13 percent
difference. However, by employing the method previously described by Sasanakul (2005), the
maximum difference between the test results employed in the calibration function was 0.063
percent (with an average difference of 0.008 percent and a standard deviation of 0.016 percent).
Therefore, due to the low values of device-derived material damping for the metallic calibration
specimens, the effects of device-derived damping were found to be negligible. These negligible
levels of device-derived damping are also anticipated to hold true for the other published and
unpublished relationships (Utah State University [USU], University of Texas [UT], University of
Southampton [US], Rensselaer Polytechnic Institute [RPI], and Kleinfelder calibration functions)
presented by Sasanakul (2005), Clayton et al. (2009), Kasantikul (2009), and Laird (2013).

Moment of Inertia, Jo [kg·m2]

Figure 1. Mass polar moment of inertia (J0) as a function of frequency.
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Utah State Univ. (Sasanakul 2005)
Univ. of Texas (Sasanakul 2005)
4.5E-03
Univ. of Southampton (Clayton et al. 2009)
Rensselaer Polytechnic (Kasantikul 2009)
CU Boulder (Khosravi 2013)
4.0E-03
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The power function fitted to the frequency dependent, experimentally determined J0
values for UA RCTS Devices 1 and 2 are presented as Equation 4 and Equation 5, respectively.
The J0 value for the UA RCTS Device 1 was numerically smaller than the J0 values found by
Sasanakul (2005), Clayton et al. (2009), and Kasantikul (2009) for the respective drive plate
assemblies located at USU, UT, US, and RPI. The value of the at rest mass polar moment of
inertia for the drive plates of the UA RCTS Device 2 and the RPI device are equal (2.750·10-3
kg·m2). The UA J0 values and experimentally determined calibration functions were found to
closely match the unpublished Kleinfelder calibration curve (Laird 2013). The close correlation
between the UA and Kleinfelder calibration functions was anticipated due to the fact that the
Kleinfelder apparatus and both of the UA apparatuses are of the same make and model and were
therefore expected to have similar physical properties.
J 0  0.002743  9.7408 10 9  f i , j

1.912

J 0  0.002750  1.6513 10 10  f i , j

2.8447

(calibration for UA RCTS Device 1)

[4]

(calibration for UA RCTS Device 2)

[5]

Utilizing the fitted power function, the at rest J0 values of 2.820·10-3, 2.906·10-3,
2.900·10-3, 2.750·10-3, 2.703·10-3, 2.644·10-3, 2.743·10-3 and 2.750·10-3, in units of kg·m2, were
obtained for the USU, UT, US, RPI, University of Colorado, Kleinfelder and UA drive plate
assemblies, respectively. Reduced frequency dependence was observed for the UA RCTS
devices over frequency spans from 32 to 126 Hz. However, the determined exponential
component of 1.912 is consistent with the exponential values provided for the UT (1.7843) and
US (2.1124) drive plate assemblies. The fitted calibration for UA RCTS Device 2 was found to
have frequency dependence that was similar to the curve presented in Sasanakul (2005). The
calibration functions for the UA RCTS Device 2 device and the USU device were found to have
similar frequency dependence based on the similarity between the obtained exponential values
(2.4604 and 2.8447, respectively).
The variance in the individual device calibration functions was pronounced and rapidly
increased at frequencies greater than 125 Hz. The frequency dependence on the J0 value, for the
drive plate assembly, has been theorized to be attributed to the type of connection used between
drive plate and magnets. Specifically, at higher frequencies, the movement of the drive plate and
the magnet system no longer behave as a rigid body (Sasanakul 2005). Even though this
frequency dependence is a real phenomenon, the use of an exponential function may further
exacerbate the effect at high frequencies (>125 Hz) because the measured resonant frequencies
of the calibration specimens ranged between 10 and 125 Hz and the power functions were used
to extrapolate the functions to higher frequency values. The Clayton et al. (2009) calibration
procedure is the exception because it was developed for stiff samples (methane hydrates) and
therefore used calibration samples with resonant frequencies exceeding 200 Hz. As a result of
the divergence in calibration relationships at higher frequencies, it is recommended that the

expected range of resonant frequency values for soil samples be bounded by the values of
resonant frequency for the calibration samples.
Obtained shear wave velocity values for dry Ottawa sand samples, as obtained using the
measured J0 calibration function for the UA RCTS Device 1, were found to negligibly deviate
from the values obtained using the measured, at rest, J0 value (less than 1.1 percent deviation at
95 Hz). The effects of frequency dependence were evaluated using measured shear wave
velocities and the void ratio to shear wave velocity relationship proposed by Robertson et al.
(1995) for void ratios of 0.1 to 1.0. It was found that correcting for the drive plate moment of
inertia at the resonant frequency of the sample was not required for the range of frequencies
required for soft ground testing (0-100 Hz). Although the frequency dependence is of minimal
significance for low frequencies, it should be considered because it is obtained during normal
calibration procedures (i.e. there is no disadvantage to considering the frequency dependence).
Furthermore, for stiff samples with natural frequency values in excess of 100 Hz (e.g. those
tested by Clayton et al. 2009), the effects of frequency dependence on J0 values and therefore Vs
values becomes more significant.
Conclusions

The empirical calibration of the RCTS device is a critical step for obtaining
measurements of dynamic soil properties using a RCTS device. The RCTS calibration procedure
employed at the University of Arkansas was presented and described. The results obtained from
the UA calibration procedure were compared with data from published RCTS calibration studies
conducted by Sasanakul (2005), Choi (2008), Clayton et al. (2009), Kasantikul (2009), Khosravi
(2011), and Laird (2013). Specifically, the experimentally derived values of mass polar moments
of inertia (2.743·10-3 kg·m2 and 2.750·10-3 kg·m2) of the UA RCTS drive plates were lower than

the calibration functions presented for RCTS devices currently in use at USU (2.820·10-3 kg·m2),
the UT (2.906 kg·m2), and the US (2.900·10-3 kg·m2). The closest agreement between the mass
polar moment of inertia for the UA RCTS devices and the values found in the literature was
found to be with the RPI and Kleinfelder RCTS devices that possessed mass polar moment of
inertia values of 2.750·10-3 kg·m2 and 2.644·10-3 kg·m2, respectively. The effects of drive plate
frequency dependence on the obtained value of shear wave velocity values, for dry Ottawa sand,
were found to be negligible at low frequencies but should be accounted for, because the
calibrated data is available.
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